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Cement Debonding Process of 
Total Hip Arthroplasty Stems
N. Verdonschot, P hD ; and R. Huiskes, PhD
Retrieval studies have indicated that debonding 
of the stem cement interface in total hip arthro­
plasty precedes clinical failure of femoral com­
ponents. This study addressed the mechanisms 
that play a role in the debonding process by an­
alyzing how debonding is likely to proceed in 
the course of time. It was investigated whether 
debonding is an immediate process or if it is 
likely to develop slowly with time, which inter­
face stress components contribute particularly 
to its progression, and whether the mechanical 
integrity of the cement mantle is likely to be 
compromised by the debonding process. To an­
swer these questions, a 3-dimensional finite ele­
ment model of a femoral total hip arthroplasty 
reconstruction was developed and used to simu­
late the debonding process. The results showed 
that debonding was governed by the shear 
stress component at the interface. Debonding 
started in the tip region and the proximal, 
medial anterior region. These debonded regions 
expanded until the whole interface was de 
bonded. Cement stresses slowly increased at the 
end of the debonding process to a level twice as 
high as the initial one. The probability of de-
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bonding, as measured by an interface failure in­
dex, remained constant as debonding pro­
gressed. This indicates that, for this particular 
design, much less surface area is required for 
load transfer than is provided by the stem, and 
the debonding process does not necessarily ac-4
celerate quickly once debonding is initiated.
Cemented total hip arthroplasty is 1 of the 
most successful operations worldwide. How­
ever, an increasing number of revisions are 
needed every year. Factors affecting the revi­
sion rate are difficult to delineate.14 Loosen­
ing of the femoral component often is accom­
panied by cement fractures and disruption of 
the stem cement interface. In retrieved speci­
mens it was found by Jasty et al17 that ce­
ment fractures and disruption of the stem 
cement interface are apparent long before 
clinical failure of the reconstruction occurs. 
These authors suggested that cement failure 
was preceded by local loosening of the stem- 
cement interface. Thus, it seems to be of clin­
ical importance to obtain a firm and lasting 
bond between stem and cement.15
A number of authors have reported the 
strength of the stem cement bond. Using poly­
methylmethacrylate uncoated and precoated 
specimens, Raab et al22 investigated the static 
and fatigue performance of the stem cement 
interface. They found static shear strengths of 
6.9 to 12.5 MPa for dry tested specimens. 
However, after immersing the specimens in
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saline, shear strengths dropped to 5.3 to 6.7 
MPa. The fracture toughness of the stem ce­
ment interface appeared to be only 17% of 
that of bone cement. Barb et al2 determined 
the shear strength of the stem cement inter­
face after several periods of implantation in 
dogs. They found average strengths of 4.8 to
8.4 MPa; the strengths decreased during the 
implantation period. Stone et al26 showed 
significant reductions in shear strengths when 
the bone cement or the stem surface was cont­
aminated during total hip arthroplasty. Arroyo 
and Stark1 investigated the effect of surface 
roughness on the shear strength of the stem 
cement interface. An increase in strength from 
0.8 to 10 MPa was found with increasing 
roughness from 1.6 to 7.7 jxm. Experiments to 
test the tensile strength of the stem cement in­
terface have been reported by Keller et al. 18 
They found bonding strengths between 5.4 
and 11.0 MPa when specimens were made 
during the doughy phase of cement. Although 
these data illustrate the static strength of the 
stem cement bond and the factors that are of 
importance, it is more appropriate to test the 
interface dynamically in fatigue tests. How­
ever, because of the duration of these tests and 
the large number of parameters involved, few 
data on this subject are published. Using a 
cantilever rotating bending test, Raab et al22 
measured the fatigue strengths of the stem ce­
ment interface and found a range of ] to 3 . 
MPa after 5 x 106 loading cycles, Davies et al7 
performed a fatigue pushout test with sinu­
soidal stress levels ranging from 0  to 1.25 
MPa. The interface failed after approximately 
10 ,000  loading cycles.
Comparing the static and fatigue strength 
data with the stresses expected, which can be 
as high as 8 MPa, 10’13*20*23*27 suggests that it is 
likely that the stem cement interface will 
(partly) fail. If the failure does not occur in 
the immediate postoperative period, it almost 
certainly will occur after long term, dynamic 
loading. In fact, after having analyzed a large 
amount of retrieved material, Harris11 came 
to the following conclusion: “The mechanism 
of failure of loosening of cemented femoral
components is now known. It is debonding at 
the cement metal interface.”
This study addressed the mechanisms that 
play a role in the debonding process. Where­
as most prior clinical and experimental in­
vestigations considered the behavior of the 
reconstruction for a bonded versus a de­
bonded stem cement interface, the authors 
studied how debonding is likely to proceed 
in the course of time. Questions asked were 
whether debonding is an immediate process 
or if it is likely to develop slowly with time, 
which interface stress components con­
tribute particularly to its progression, if full 
or partial coating patches or roughness pat­
terns could potentially arrest its progress, 
and whether the mechanical integrity of the 
cement mantle is likely to be compromised 
by the debonding process. To answer these 
questions, a 3-dimensional finite element 
model of the femoral total hip arthroplasty 
reconstructions was developed and used to 
simulate the debonding process.
MATERIALS AND METHODS
An embalmed femur was scanned using com­
puted tomographic techniques in slices of 4-mm 
thickness, perpendicular to the femoral axis at 27 
locations. Using a computer graphics program, a 
finite element model of the bone was made, based 
on the contours and densities of the computed to­
mography (CT) data. Subsequently, a finite ele­
ment model of a hip prosthesis was created and 
introduced in the bone model. In the proximal 
medial region, the cement mantle had a minimal 
thickness of 4 mm. In the other regions, the ce­
ment mantle had a thickness of at least 2 mm. Di­
rectly distal to the tip no cement was present, 
simulating a void created by a centralizes The 
model contained 2130 8-node isoparametric ele­
ments and 3360 nodal points.
For each bone element the average apparent 
density p(gr/cm3) was determined using the CT 
data. From these values, Young’s moduli (MPa) 
could be calculated for each individual bone ele­
ment using4
E = cp\ (1)
with c = 3790 (MPa/(gr/cm3))3.
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For the bone elements, Poisson’s ratio was 
chosen as 0.35. Figure 1 illustrates the density 
distribution in the bone. Young’s modulus for the 
cement material was set at 2.2 GPa, and Poisson’s 
ratio at 0.3. The prosthesis was assumed to be 
made out of stainless steel with an elastic modu­
lus of 200 GPa and a Poisson’s ratio of 0.28.
One loading case, representing the stance 
phase of gait, was considered (Fig 1). This load 
was assumed to be applied repeatedly, The force 
applied to the prosthetic head was 2450 N, with 
angles at 23° in the frontal plane and 6° in the 
sagittal plane.3 Three muscle forces (gluteus min­
imus, medius, and maximus) were included that 
acted on the greater trochanter. The magnitudes 
of these forces were estimated from Crownin- 
shield and Brand.5 The directions of the muscle 
forces were determined using the flexion angle 
and the points of attachment of the muscles, as 
described by Dostal and Andrews.8 The resultant
muscle force was 1650 N, with angles at 24° in 
the frontal plane and 15° (directed toward ante­
rior) in the sagittal plane.
To be able to simulate the debonding process, 
281 gap elements were situated at the stem ce­
ment interface (Marc Analysis Corporation, Palo 
Alto, CA). At debonded sites, a friction coeffi­
cient of 0.25 was assumed.21 To investigate the 
effects of reduced friction provided by soft tissue 
interposition, the extreme case of no friction also 
was considered in the analyses.
Initially, the gap elements were deactivated, 
and the stem cement interface was assumed fully 
bonded. At locations where the interface became 
unbonded, the bond between stem and cement was 
removed, and gap elements were activated. To de­
termine where local debonding would occur, a 
multiaxial Hoffman’s failure index12 was used. 
Hoffman used this index to determine material 
failure exposed to a multiaxial stress situation, 
The same procedure was successfully applied by 
Stone et al25 to establish failure of cancellous 
bone. Weinans et al28 incorporated this index in a 
finite element model simulating the process of 
prosthesis bone disruption. The Failure Index (FI) 
is defined as
2 + (1 — 1 ) o + - t 2 where bonded,
St i  s; (2/a)FI=  1st sc . ^  Ss 
and
FI = 0 where debonded, (2/b)
gr/cm
m
•>y?
0 .0
1 .8
Fig 1. The finite element model of the prosthe­
sis cement bone structure (posterior medial 
view). Bone density distribution is indicated on 
a gray scale. The hip joint force and 3 muscle 
forces were assumed to represent the stance 
phase of gait loading conditions.
where Sf = 8 MPa is the tensile strength of the in­
terface, 18 S = 70 MPa is the compressive strength 
of the interface (the compressive strength of 
acrylic cement according to Saha and Pal24), Sv = 
6 MPa is the shear strength of the interface, l’2-22*26 
and a is the normal and t  is the shear stress at the 
interface, For a particular value of the shear 
stress, the failure index is higher for tensile 
stresses than for compressive ones. Thus, a com­
bination of shear and tension is assumed to be 
more harmful to the in ter facial bond than is shear 
in combination with compression.
In the analyses, it was assumed that complete 
interface debonding eventually occurred. Thus, 
the failure index was not used to determine if 
interface failure would occur, but to identify 
where along the interface this would happen. The 
debonding process was simulated iteratively in 
this study. The iteration scheme is illustrated in
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Figure 2. In the simulation, the values of failure 
index at every interfacial nodal point were calcu­
lated. At the location where the failure index was 
maximal, the interface was debonded and a gap el­
ement was activated. Because of this change in lo­
cal interface condition, new stress patterns were 
obtained, and a new finite element calculation was 
necessary. In the next increment, the maximal fail­
ure index was calculated again, and a new location 
for interface disruption was determined. In this 
way, the process of gradual debonding of the pros­
thesis was simulated without consideration of the 
actual time axis of the debonding process. Stress 
levels in the cement and at the interfaces were as­
sessed as debonding of the interface progressed.
RESULTS
Initially, high interface stresses were gener­
ated at the proximal and distal regions. 
These were the first to debond. Debonding 
started in the tip region but was directly fol­
lowed by debonding in the proximal, medial- 
anterior region. These debonded sites ex­
panded until the whole interface was loose. 
The proximal lateral region was the last to 
debond. Figure 3 illustrates this by showing 
the state of debonding after ensuing percent­
ages of total debonded area. In the case that 
idealized frictionless conditions were as­
sumed at the debonded areas (ju = 0 .0 ), the 
debonding process developed in a virtually 
identical sequence.
The evolution of the debonding process 
was governed by high interface stresses gener­
ated directly around the debonded areas. 
Specifically, the shear stress patterns seemed 
to outline the debonded stem cement interface 
areas (Fig 4). This resulted in high values for 
the failure index and subsequent debonding of 
these regions. The maximal shear and tensile 
stress values generated at the stem cement in­
terface showed irregular patterns as debonding 
proceeded, depending on the local interface 
situation. However, maximal compressive 
stresses increased gradually with the amount 
of debonded area. Initially, the maximal com­
pressive stress was 3.8 MPa, which increased 
to a value of 10.4 MPa after complete debond-
finite element 
calculation
stresses at
stem/cement interface
failure index at 
stem/cement interface
failure index maximal: 
deactivate bond 
activate gap element
Fig 2. The iterative simulation scheme of the 
debonding process. First, the stresses at the stem 
cement interface are calculated. Next, the values for 
the failure indexes are calculated. The interface is 
debonded where this value is maximal, and a 
new finite element calculation follows.
ing. Assuming idealized frictionless stem ce­
ment interface conditions at debonded sites, 
the compressive interface stresses increased 
considerably more after complete debonding, 
to a maximal value of almost 36 MPa.
The debonding process had only moderate 
effects on the overall stress patterns in the ce­
ment mantle. High cement stresses were found 
in the tip region and at the medial proximal 
side throughout the debonding process (Fig 5). 
In debonded areas as great as 50%, the stress 
intensity in the cement mantle hardly changed. 
When 75% of the interface area was de­
bonded, an increase in stress intensity was 
found in the cement mantle. Complete 
debonding of die stem changed the load trans­
fer mechanism and produced tensile stress lev­
els that were twice as high as the initial ones. 
The stresses generated in the cement were
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bonded
debonded
25 percent 
debonded
50 percent 
debonded
75 percent 
debonded
Fig 3. The debonded sites at various stages in the debonding process. Debonding started at the 
distal and proximal side. These debonded sites expanded until the whole interface was loose.
governed not only by the global load transfer 
mechanism, but also by the local stem cement 
interface conditions. Around the edges of the 
debonded areas, high shear stresses were ap­
parent where bonding still existed. These con­
centrations of load transfer at these sites also 
caused high local cement stresses in these re­
gions (Fig 6 ). While the debonded area ex­
panded further along the interface, the shear 
.stresses were released, and with them, the lo­
cal cement stresses. The maximal tensile stress 
in the cement mantle slowly increased as 
debonding of the stem cement interface pro­
ceeded (Fig 7). Maximal stress peaks were 2.6 
and 5.7 MPa before and after debonding, re­
spectively. Assuming an idealized, frictionless 
stern cement interface, a maximal cement 
stress peak was generated of almost 17 MPa 
after the interface had completely debonded. 
The increase of cement stress in this case was 
predominantly obtained in the last part of the 
debonding process (Fig 7).
The debonding process was remarkably 
stable, indicating that much less surface area 
is required for load transfer than is provided 
by the stem. Starting with a fully bonded 
stem, the maximal failure index was approxi­
mately 0.4 and was generated at the tip of the 
prosthesis (Fig 8 ). This indicates that no di­
rect failure would be expected immediately 
after surgery. Assuming a decreasing inter­
face strength with the number of loading cy­
cles, this was the first prosthetic point that 
was debonded from the cement mantle. After 
this point had debonded, the maximal value 
of the failure index (occurring also in the tip 
region) increased to a value of more than 1 .0 , 
indicating rapid debonding at that stage. Sub­
sequently, the maximal value of the failure in­
dex decreased again and remained at a rather 
constant level as loosening progressed, vary­
ing between 0.1 and 0.3, As the bonded area is 
reduced, one could expect that the interface 
stresses would increase, thereby elevating the
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25 percent 50 percent
bonded debonded debonded
75 percent 
debonded
completely
debonded
Fig 4. The shear stress patterns at the stem cement interface at various stages in the debonding 
process. The shear stress patterns seemed to outline the debonded areas and governed the 
debonding process.
failure index in the bonded areas. As can be 
seen in Figure 8 , this was hardly the case. Even 
after the prosthesis was almost completely 
debonded, the maximal failure index did not 
increase substantially. Thus, the probability of 
interface debonding hardly increases during 
the debonding process. This indicates that the 
area available for load transfer provided by the 
stem is larger than needed and that the initia­
tion of debonding does not necessarily lead 
to an acceleration of the debonding process. 
Assuming idealized frictionless stem cement 
interface conditions at debonded sites, a dif­
ferent pattern of the failure index was found 
as debonding progressed (Fig 8 ). In that 
case, debonding of the last 15% of interface 
surface increased the failure index, indicat­
ing unstable, rapid debonding of the stem ce­
ment interface in that stage.
Although, the value of the failure index is 
determined by the values of the normal and 
shear stress components, it was the latter that 
governed the debonding process. Compres­
sive and tensile stresses (maximally 8 and
1.5 MPa, respectively) were much smaller
than the static strengths (70 and 8 MPa, re­
spectively), whereas the shear stress compo­
nent reached values close to the strength of 6
MPa (Fig 9).
DISCUSSION
It must be appreciated that the method used in 
this study has a number of limitations. Only 1 
particular stem shape was considered. Differ­
ent stem shapes are known to generate differ­
ent interface stress patterns. 13 Thus, shape af­
fects the evolution of the debonding process. 
The stem was assumed to be initially fully 
bonded to an intact cement mantle. The me­
chanical properties of the acrylic cement were 
assumed to remain constant during the 
debonding process, so no cement failure or 
creep of the cement material was simulated. 
Bone geometry and density distribution were 
based on CT data of 1 average bone. The me­
chanical bone properties were assumed to be 
isotropic and to remain constant in time, 
whereas in reality, bone is anisotropic and is 
subject to continuous remodeling. The con-
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m
MPa
n 0 .0
m
1.5
m
&
bonded
25 percent 50 percent 75 percent
debonded debonded debonded
completely
debonded
Fig 5. The tensile stress distribution in the cement mantle at various stages in the debonding 
process. Stress levels remained virtually unaffected until more than 50% of the interface area had 
debonded.
slants in the failure index are based on experi­
ments that considered only 1 stress component 
at the interface. Thus, the effect of combined 
stresses at the interface, as accounted for in the 
definition of the failure index, was estimated 
but not actually verified.
Debonding also can be analyzed using the 
theory of fracture mechanics. This theory as­
sumes a stress intensity at the crack tip that
governs the crack initiation and propagation. 
Similar to the method used in this study, the 
theory considers failure attributable to nor­
mal stresses (Mode I) and shear stresses 
(Mode II). However, this method can not be 
used yet because there are no experimental 
data available that include the mixed loading 
modes of shear and normal (tensile and com­
pression) stresses at the interface in relation
MPa
o.o
*>-
i. .
0.75
1.5
bonded
debonded
Fig 6A-C. The tensile stress distribution in the cement mantle in a transverse cross section, 4 cm 
below the resection level. Interface conditions are (A) fully bonded, (B) partially debonded, and (C) 
completely debonded. Around the edges of the debonded areas, concentrations of load transfer 
sometimes induced high local cement stresses in these regions (encircled), which were released 
again when the debonded area expanded further along the interface.
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Fig 7. The development of the maxi­
mal tensile stress generated in the 
cement mantle during the debonding 
process. After 50% of the interface 
area had debonded, the maximal ten­
sile stress gradually increased. Assum­
ing frictionless stem cement interface 
conditions at the debonded sites, re­
sulted in higher cement stresses during 
the last part of the debonding process.
to initiation and propagation of stem cement 
debonding. The time scale that would indi­
cate how long the loosening process would 
take was not determined because not enough 
about the time dependent fatigue characteris­
tics of the stem cement interface is known. 
Thus, it was assumed a priori that complete 
debonding would occur, without considera­
tion of the time frame.
Debonding was analyzed assuming 1 
loading case, representing the stance phase 
of gait. However, other loading modes, such 
as stair climbing, may have considerable 
effects on the stress levels at the stem cement 
interface.9 These authors found a 2 to 3-fold 
increase of peak stress at the interface under 
stair climbing loading conditions as com­
pared with those of gait. Although these more 
severe loading conditions occur in much 
lower frequencies in daily activities, their ef­
fects on the failure process of the stem ce­
ment interface may be substantial but were 
not included in this study. Thus, this study is 
conceptual in nature, and the conclusions 
must be limited to the generic trends of the 
mechanisms unraveled.
The results indicate that debonding starts 
simultaneously at the tip and in the proximal 
medial region. Jasty et al17 examined 16 re­
trieved femora and found stem cement de­
bonding in all specimens. Locations where 
debonding most frequently occurred were the 
proximal anterior side and the tip region. This 
confirms the results found in the current analy­
percentage of debonded area
Fig 8. The development of the maxi­
mal failure index of the stem cement 
interface during the debonding pro­
cess. After a high value at the begin­
ning, the value remained at a rather 
constant level. After more 75% of the 
interface area had debonded, the in­
dex gradually increased. Assuming 
frictionless stem cement interface con­
ditions at the debonded sites, resulted 
in higher cement stresses during the 
last part of the debonding process.
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percentage debonded area
Fig 9. The contribution of the stress 
components (normal and shear) to 
the maximal failure index during the 
debonding process. During the whole 
debonding process, compressive and 
tensile stresses were much smaller 
than their static strengths, whereas 
the shear stress component reached 
values close to 6 MPa, which was as­
sumed to be the static shear strength 
of the interface.
sis. Harrigan and Hams,9 who studied the ef­
fects of partial stem cement debonding in a 3- 
dimensional finite element model, presumed 
that the tip of the distal stem was the last re­
gion to debond. This is not in accordance with 
the authors’ results or those of Jasty et al.17
Around the edges of the debonded areas, 
high shear stresses at the stem cement inter­
face were apparent where bonding remained. 
Consequently, this stress component gov­
erned the debonding process. This finding 
may be used to optimize the stem cement 
bonding characteristics. Increasing the shear 
strength seems more effective than improv­
ing the tensile strength of the interface. The 
important effect of the shear stress compo­
nent on the debonding process also indicates 
that the results of the study performed by Lu 
et al19 should be handled with great care. In 
that study, the authors neglected the shear 
stress at the stem cement interface and as­
sumed that debonding was induced only by 
tensile stresses at the interface. With regard 
to the current study, such assumptions must 
be considered an oversimplification that may 
lead to unrealistic conclusions.
As debonding of the stem cement interface 
progressed, local stress peaks in the cement 
were generated at the edges of the bonded re­
gions. This mechanism will promote local ce­
ment failure and may be the explanation of 
the occurrence of small cracks generated
around partly loosened femoral components, 
as found by Jasty et al. 17 Despite these local 
stress peaks, the maximal stress peaks in the 
cement remained virtually unaffected until 
more than 50% of the interface area had 
debonded. After complete debonding, tensile 
peak stresses increased by a factor of 2 , as 
compared with the case with a fully bonded 
interface. This is in accordance with data re­
ported in the literature. Mann et al,20 using fi­
nite element techniques and a stem cement 
friction coefficient of 0 .22 , found a stress in­
crease of 2 to 3 times. Crowninshield and Tol­
bert6 measured a 2 -fold increase of proximal 
circumferential tensile stresses with an un­
bonded hip stem. Assuming no friction at the 
stem cement interface, the maximal tensile 
stress in the cement mantle increased by a fac­
tor of 6 after complete debonding. This find­
ing is similar to those reported earlier in the 
literature. Assuming no friction at the inter­
face, Harrigan and Harris9 found stress levels 
that were 4.6 times higher, and Huiskes, 16 
based on beam on elastic foundation theories, 
predicted a 4-fold increase of cement stresses.
Assuming that debonding occurs, it proba­
bly is a stable process, as shown in this study. 
During the major part of the debonding 
process, the value of the failure index re­
mained at a constant level, well below 1. This 
indicates that debonding is not an immediate 
event but a fatigue process. Thus, it can be
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expected that the debonding process will take 
a considerable amount of time before the in­
terface is completely loose. This also can be 
deduced from the retrieval study of Jasty et 
al, 17 who found completely debonded inter­
faces in only 2  of the 16 specimens; the inter­
faces in the other specimens were only partly 
debonded. Simulating the stem cement de­
bonding process, Lu et al19 also found that 
partial debonding did not lead to increased 
interface stresses. Thus, stem cement de­
bonding is a stable process. In other words, 
relative to the load applied, the bonded area 
of a full stem is overdimensioned. If the stem 
is fully bonded, interface stress concentra“ 
tions occur distally and proximal medially. 
After debonding occurs here, the maximally 
stressed areas are rearranged, but the stresses 
do not increase. This implies that, mechani­
cally speaking, a partially bonded stem is not 
less safe than a fully bonded one. This infor­
mation could be used in designing stems with 
strategically placed coating patches or rough­
ness patterns. These stems could be polished 
at locations where high postdebonding inter­
face sliding is expected and roughened or 
coated where this is not the case to enhance 
partial bonding from the beginning.
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